Introduction {#Sec1}
============

Coronary artery stent implantation is annually used to treat more than 1 million patients with obstructive coronary artery disease. However, the infrequent yet important problems of in-stent restenosis and stent thrombosis limit clinical efficacy. With the advent of drug-eluting stents (DESs) which are coated with anti-cancer or immunosuppressive drugs, neointima growth and revascularization rates are lower compared with bare metal stents (BMSs) \[[@CR1]\]. These drugs, however, markedly inhibit endothelial cell proliferation and delay re-endothelialization, resulting in acute stent thrombosis \[[@CR2]\]. As well as, recent clinical studies suggest that DESs delay re-endothelialization and, in some studies, appear to be accompanied by a higher prevalence of stent thrombosis \[[@CR3]\]. Conversely, increased re-endothelialization after stent implantation correlates with reduced neointima formation. In other word, endothelial injury by stent implantation and incomplete re-endothelialization lead to the onset and progression of severe vascular disorders, such as neointimal hyperplasia, atherosclerosis, and acute/late stent thromboses of injured arteries \[[@CR4], [@CR5]\].

WKYMVm (Trp-Lys-Tyr-Met-Val-D-Met), a selective formyl peptide receptor (FPR)-2 agonist have been reported to be a potent stimulant of leukocyte \[[@CR6]\], leucocytes seven-transmembrane receptor \[[@CR7]\], and neovasculogenesis factor \[[@CR8]\]. Especially, WKYMVm stimulated chemotactic migration, angiogenesis, and proliferation ability of endothelial colony-forming cells (ECFCs) \[[@CR8]\]. Moreover, the G-protein-coupled FPR-2 has been implicated in regulation of inflammation and angiogenesis \[[@CR9]\]. Based on these reports, it was postulated that the re-endothelialization after stent implantation may be enhanced by stimulating homing of ECFCs via peptide released from coronary stent.

Even though stents are routinely used in the majority of cardiovascular catheterization procedures to treat stenotic arteries, their clinical effectiveness is hindered by numerous post deployment complications such as biocorrosion and structural failure \[[@CR10], [@CR11]\], which may lead to inflammation, thrombosis and ultimately in-stent restenosis \[[@CR12]\]. A large number of stents with different geometric and mechanical features are available on the market. The therapeutic efficacy of stents depends largely on their mechanical properties \[[@CR13], [@CR14]\]. Therefore, the mechanical properties of stents influence the choice of stents for treating specific lesions \[[@CR15]\]. The mechanical characteristics of an ideal stent have been described in numerous reviews \[[@CR16]--[@CR18]\]. Such a stent should have the ability to be crimped on the balloon catheter, good expandability ratio, sufficient radial hoop strength and negligible recoil, sufficient flexibility, adequate radiopacity/magnetic resonance imaging (MRI) compatibility, thromboresistivity, and drug delivery capacity. This has become one of the indispensable requirements for contemporary stents in an effort to prevent restenosis \[[@CR18]\]. The optimization of material properties, surface finish, and stent design is necessary for the development of stent \[[@CR19]\]. It is interesting to note that many DES essentially employ the same design configuration as their BMS counterparts with a drug-loaded polymer coating on the underlying metallic surface. These similarities have led to some concern over the long-term effect of DES following complete elution of the drug \[[@CR20]\]. That is the reason why, previously, we have reported that our own stent design (designated as CNUH stent) to prepare the backbone for the development of DES \[[@CR21], [@CR22]\]. It was greatly superior to other commercialized stent in terms of stent flexibility. Moreover, in animal study, the CNUH stent was not inferior to commercialized BMS on various histological parameters. In this study, the WKYMVm peptide was coated on CNUH stent (designated as PCS). Thereafter they were subjected to mechanical performance tests and compared to commercialized DESs. In addition, physio-biological properties such as peptide delivery and cytotoxicity were investigated.

Materials and methods {#Sec2}
=====================

Investigated stents {#Sec3}
-------------------

Four commercialized stents {Xience Prime™ (Abbott), PROMUS Element™ (Boston Scientific), Endeavor Resolute Integrity™ (Medtronic), and Biomatrix™ (Biosensors)} and PCS were prepared and subjected to mechanical performance test. All experiments were performed with same diameter of stents (3.0 mm).

Preparation of bare metal stent {#Sec4}
-------------------------------

Previously, we have reported that the own designed bare metal stent (BMS, designated as CNUH stent) \[[@CR21], [@CR22]\] . It showed the great performance on flexibility, biocompatibility and moderate performance under the guide line of FDA in foreshortening and recoil performance. There is no doubt that CNUH stent is enough competitive compared to the other competitor. Therefore, it was utilized as a platform for PCS. Briefly, the Cobalt-Chromium (Co-Cr, 3.0 mm × 18.0 mm, L605) alloy was used as a stent material because many researchers have reported that the Co-Cr is the most appropriate material in terms of biocompatible aspects \[[@CR23]\]. Fabrication of the BMS with the Co-Cr alloy was performed using a laser cutter (Rofin, Starcut, Hamburg, Germany). Thereafter, it was applied in acidic atmosphere (50% H~2~SO~4~) for 1 h to remove and crush of burr. And then heat treatment and polishing process was performed to restore the mechanical properties. The cleaned BMS was kept under vacuum oven at 60 °C for 2 h to evaporate the residual water.

Fabrication of peptide-coated stent {#Sec5}
-----------------------------------

The WKYMVm was synthesized and purified by Anygen (Gwangju, Republic of Korea), according to the published sequence \[[@CR24]\]. The fluorescence marker (FITC) was conjugated to lysine moiety. The purity of synthesized peptide was greater than 90%, and the amino acid composition was verified by mass spectrometer. To immobilize the peptide to BMS surface, the dopamine which is the composition of adhesive chemical in mussels was employed. As we have reported previously \[[@CR25], [@CR26]\], we synthesized peptide dopamine conjugates using NHS and EDC as an activation agent of carboxyl group of peptide. Briefly, peptide (2 mg), NHS (50 mM, 1.15 mg), and EDC (100 mM, 3.83 mg) were dissolved in MES buffer (50 mM, pH 5.5, 2 ml) to minimize hydrolysis of EDC \[[@CR27]\]. The solution was stirred at room temperature for 2 h, and dopamine (15 mM, 0.6 mg) was added to the solution. The resulting mixture was stirred at room temperature for an additional 8 h. The resultant solution was transferred to molecular porous dialysis membrane bags and underwent dialysis for 12 h to remove unreacted coupling reagents. To prevent dopamine from self-polymerization, 5 mM of HCl was added to the dialysis water. The solution was freeze-dried to obtain the solid-state compound. The compound was completely dissolved in tris buffer (10 mM, pH 8.5). BMS were immersed in the peptide solution. After 10 h incubation, the specimens were taken out and sufficiently washed with water.

In vitro release of peptide {#Sec6}
---------------------------

In vitro release kinetics was investigated by optical analysis of FITC which was conjugated to peptide. Unlike many studies, which used a simple shaking procedure \[[@CR28]\], the appropriate equipment was designed for this study, mimicking the body's circulation system (data not shown). A peristaltic pump (JenieWell, Seoul, Korea) and various thicknesses of silicon tubing were used to function as the heart and vasculature of the body, respectively. Three stents of PCS were inserted and then expanded in the silicon tubing using a balloon (3.0 × 20.0 mm) with under 9 atm of pressure. And the phosphate buffered saline was circulated through the tubing by dipping both open ends of the silicon tubing in the temperature controlled reservoir. The circulating rpm was set at 150, and a one-directional flow was used to simulate the body's circulation system. At every designated time point, the PCSs were taken out and subjected to fluorescence microscope observation.

Morphometric characteristics {#Sec7}
----------------------------

The surface images of PCS and peptide released to vessel surrounding stents were analyzed fluorescence microscope (BD biosciences, Franklin Lakes, NJ. USA). The surface morphologies of stents were evaluated by scanning electron microscope (SEM; HITACHI, Tokyo, Japan). "Prior to cell imaging, the samples were fixed and dehydrated. The Thio-CS was soaked in the primary fixative of 2.5% glutaraldehyde (Sigma) for 2 h. And then the samples were then dehydrated by replacing the buffer with increasing concentrations of ethanol (from 40 to 100%) for 10 min each. Consequently, the samples were dried at room temperature for 24 h. All samples were subjected to SEM at voltages ranging from 5 to 15 kV after the samples were sputter-coated in white gold."

In vitro endothelial cell proliferation {#Sec8}
---------------------------------------

To investigate the effect of peptide-coated stent on endothelial cell proliferation, human umbilical vein endothelial cell (HUVEC; Lonza, Rockland, ME) was employed. The stent were immersed in cell culture media as a 2-dimentional shape. Thereafter, HUVECs were seeded at 1 × 10^4^ cells/cm^2^ in a 24-well culture dish. The culture dishes were incubated at 37 °C in a humidified 5% CO2 atmosphere. The proliferation of cells was evaluated by XTT assay using an EZ-cytox cell viability assay kit (Daeil Lab Service Co., Seoul, Korea). Briefly, 40 *ul* of EZ-cytox reagent was added to a 24-well culture dish. By the action of mitochondrial dehydrogenases, XTT is metabolized to form a formazan dye that can be spectrophotometrically determined by measuring the absorbance at 450 nm using a spectrophotometric microplate reader (Bio-Tek Instruments, Winooski, VT). The amount of formazan salt formed corresponds to the number of viable cells contained in each well \[[@CR29]\] .

Mechanical performance study {#Sec9}
----------------------------

The flat plate compression and 3-point bending test which are providing radial force and flexibility respectively were carried out. Furthermore, it undertakes foreshortening and recoil test with simple mathematic equations by obtaining the values of length and radius in the stent before and after expansion. Nominal pressure of stents accessed by compliance performance provides a reasonable in vivo estimate of final minimum lumen diameter. Mechanical performance studies were carried out in Korea Testing Laboratory (KTL). All experimental procedures followed the International Organization for Standardization (ISO) 25,539--2 or a standard test method (ASTM) F 2606--08. Compliance properties were measured outside the constrained region to reduce the effect of boundary condition \[[@CR30]\].

Animal study {#Sec10}
------------

The Ethics Committee of Chonnam National University Medical School and Chonnam National University Hospital approved the animal study for this research. Animal studies were performed with male New Zealand white rabbits (3.5 kg, obtained from Damool Science, Daejeon, Korea). The PCS was implanted to the rabbit iliac arteries. The stent was deployed by inflating the balloon and the resulting stent-to-artery ratio was 1.3:1. At every designated day of implantation, the vessels surrounding stents were isolated and fixed in 10% neutral buffered formalin. And then stents were subjected to fluorescence microscope analysis.

Statistical analysis {#Sec11}
--------------------

Statistical analysis was performed with the aid of the commercially available software (SPSS Version 15, Chicago, IL, U.S.A.). The data were presented as mean value ± SD. Unpaired Student's t test was used for the comparison of the two stent groups. A value of *p* \< 0.05 was considered statistically significant.

Results {#Sec12}
=======

Surface morphologies of stent surface {#Sec13}
-------------------------------------

The surface morphology that resulted from each coating step was investigated by SEM and fluorescence microscope. The surface morphology of PCS showed the well-coated and smoothen shape (Fig. [1](#Fig1){ref-type="fig"}b) compare to BMS (Fig. [1](#Fig1){ref-type="fig"}a). Significant FITC fluorescence was observed in strut of PCS (Fig. [1](#Fig1){ref-type="fig"}c). Fig. 1Surface morphologies of PCS. SEM images of before (a) and after (b) peptide coating procedure. A representative image taken under fluorescence microscopy showed FITC-conjugated PCS (c). All magnification of images was ser as 100 ×

In vitro peptide disappearance {#Sec14}
------------------------------

The peptide was conjugated to dopamine which is the adhesive chemical. By the action of dopamine's coordinate bond, peptide was coated to CNUH stent. Location of peptide was identified by FITC. Fluorescence was decreased and showed the blotched shape at 4 day of incubation. It was diminished gradually and was maintained to 21 day under the in vitro circulation system (Fig. [2](#Fig2){ref-type="fig"}). Fig. 2In vitro peptide disappearances on stent strut. The PCS was located at inside of silicon tube and PBS was circulated through silicon tube with 150 rpm. The PCS was taken out at every designated time point and subjected to fluorescence microscopy observation

Effect of the peptide-coated stent on endothelial cell proliferation {#Sec15}
--------------------------------------------------------------------

Cell proliferation of HUVEC was investigated by XTT assay. Compare to BMS group, the proliferation of HUVEC on the PCS group was not influenced at 1 day of culture. The proliferation of HUVEC on the PCS group slightly improved at 4 day of culture (approximately 16.2 ± 3.52%). However, the proliferation of HUVEC was greatly increased in PCS group at 7 day of culture (approximately 36.4 ± 5.77%) (Fig. [3](#Fig3){ref-type="fig"}). Fig. 3Proliferation of HUVEC. Cells were cultured in 24-well cell culture dish contained the 2-dimensional PCS and BMS. Results were obtained by XTT assay. Each datum point represents the mean ± SD (*n* = 10). \**p* \< 0.05

Mechanical performance {#Sec16}
----------------------

### Radial force {#Sec17}

In the flat plate radial compression test, The value of PCS was moderate (3.3 ± 0.42 N) compare to comparison DESs group (Xience Prime™; 2.3 ± 0.42 N, Promus Element™; 2.9 ± 0.68 N, Endeavor Resolute™; 3.7 ± 0.55 N and Biomatrix™; 3.3 ± 0.34 N) (Fig. [4](#Fig4){ref-type="fig"}a). Fig. 4Mechanical properties of PCS and DESs. Radial force (a) and flexibility (b) were investigated by flat plate compression and 3-point bending test, respectively. Plastic deformation result of recoil (c) and foreshortening (d) was investigated under FDA guide line. Each datum point represents the mean ± SD (*n* = 10). \**p* \< 0.05, \*\**p* \< 0.005

### Flexibility - three point bending test {#Sec18}

Flexibility result by 3-point bending test showed the greatest flexibility in PCS group (0.49 ± 0.082 N) among the competitors while the number of flexibility in others were lower than PCS group (Xience Prime™; 1.18 ± 0.044 N, Promus Element™; 0.82 ± 0.068 N, Endeavor Resolute™; 1.11 ± 0.055 N and Biomatrix™; 0.95 ± 0.034 N) (Fig. [4](#Fig4){ref-type="fig"}b).

### Recoil and foreshortening {#Sec19}

The value of recoil in PCS was moderate (3.1 ± 0.22%) compare to comparison DESs group (Xience Prime™; 2.8 ± 0.41 N, Promus Element™; 3.4 ± 0.42 N, Endeavor Resolute™; 3.7 ± 0.68 N and Biomatrix™; 2.9 ± 0.43 N) (Fig. [4](#Fig4){ref-type="fig"}c). The value of foreshortening in PCS showed middle level (2.1 ± 0.06%) in rage of competitor DESs (Xience Prime™; 1.9 ± 0.41 N, Promus Element™; 0.9 ± 0.43 N, Endeavor Resolute™; 1.9 ± 0.71 N and Biomatrix™; 2.9 ± 0.71 N) (Fig. [4](#Fig4){ref-type="fig"}d).

### Compliance performance {#Sec20}

The influence of the cell geometry upon the radial compliance of the stent is shown in Table [1](#Tab1){ref-type="table"}. The nominal pressure (i.e. expansion to 3.0 mm in diameter) of PCS was 9 atm. It was similar to other DESs (Xience Prime™; 10 atm, Promus Element™; 12 atm, Endeavor Resolute™; 7 and Biomatrix™; 6). Table 1Compliance performance of various stents. Nominal pressure for each diameter indicated by bold fontPressureStentsAtmkPaPCSXience Prime™Promus Element™Endeavor Resolute™Biomatrix™66082.732.672.562.953.0077092.862.772.633.003.0388112.972.872.723.053.0699123.022.952.813.103.091010133.083.012.883.153.121111153.153.082.953.203.151212163.203.133.013.253.181313173.253.193.063.303.211414193.293.233.103.303.24

In vivo peptide delivery {#Sec21}
------------------------

The PCS was implanted to rabbit iliac arteries and the peptide delivery to vessels surrounding PCS was detected by FITC observation (Fig. [5](#Fig5){ref-type="fig"}). A green fluorescence layer was seen around stent strut. It was existing over the stent strut at early stage of implantation. However, the green color was decreased gradually and diminished completely at 7 day. Fig. 5In vivo peptide delivery. The PCS was implanted to rabbit iliac arteries and the peptide delivery to vessels surrounding PCS was detected by FITC observation. At every designated time, the vessel surrounding PCS was isolated and subjected to fluorescence microscopy observation

Discussion {#Sec22}
==========

Previous investigations suggest that biomechanics has a key role in each of these pathobiologic stages. Moreover, the biomechanical impact of stents is largely governed by their exact design configuration. Selecting a stent design having appropriate mechanical properties to the vessels is an important parameter influencing the resulting wall coverage and strut positioning of several stenting techniques \[[@CR31]\]. Clinical studies also have suggested restenosis has been correlated with geometric properties of stents, such as the number of struts, the strut width and thickness, and the geometry of the cross section of each strut \[[@CR32]--[@CR36]\]. These geometric properties play a key role in determining a stent's overall mechanical properties, as well as the pressure loads that a stent can sustain when inserted into a native coronary artery. The successful deployment of stent is dependent on the clear understanding of its mechanical properties since the successful deployment of stent leads to a less damage on the targeting cardiovascular vessel, inducing a less restenosis which is known as one of the most serious problem occurred after percutaneous coronary intervention (PCI) \[[@CR1], [@CR37]\]. Since the force of stent after expansion is significantly related to the damage on the blood vessel that induces restenosis. In this study, specially synthesized peptide, WKYMVm, a selective FPR2 agonist for endothelial cell homing, was coated to our own designed CNUH stent. And its mechanical and physio-biological properties were investigated. As shown in Figs. [1](#Fig1){ref-type="fig"}, [2](#Fig2){ref-type="fig"}, and [5](#Fig5){ref-type="fig"}, location of peptide was identified by FITC. The peptide was conjugated to dopamine which is the adhesive chemical. By the action of dopamine's coordinate bond, peptide was coated to CNUH stent. The peptide on stent was maintained to 21 day under in vitro circulation system (Fig. [2](#Fig2){ref-type="fig"}). Moreover, the peptide was delivered to vessel surrounding stent to 7 days in animal study (Fig. [5](#Fig5){ref-type="fig"}). Since, the endothelial healing process is continued from injured juncture by stent implantation, the maintaining and sustain delivery of peptide is reasonable. After introduction of the stents into the blood-contacting environment, the initial interaction between the stent surface and neighboring cells, especially endothelial cell, would affect the following cellular events on the surface. In addition, WKYMVm was reported as stimulating factor for ECFC \[[@CR8]\]. Thus, the effect of the PCS on HUVEC proliferation was investigated. The result showed that the proliferation of HUVEC in PCS group was increased in PCS group at 7 day of culture compare to BMS (Fig. [3](#Fig3){ref-type="fig"}). This may occur because the inorganic material surface such as metal and even titanium provides an unfavorable environment for cell adhering and proliferation \[[@CR38]\]. The in vitro result may be different from the results of in vivo experiments because it is difficult to define exact amount and kinds of enzymes or environment in body. Nevertheless, these results suggest not only non-cytotoxicity in vitro but also possibility of re-endothelialization in vivo. Higher radial force indicates better performance in practical situation. In the flat plate radial compression test, PCS showed moderate performance compare to commercialized DESs (Fig. [4](#Fig4){ref-type="fig"}a). It implicates the PCS is not inferior to other commercialized DES and PCS is able to apply to conventional balloon crimping. Especially, the flexibility of PCS (0.49 ± 0.082 N) was greatest among the competitor DESs (Fig. [4](#Fig4){ref-type="fig"}b). Previously, we have been reported the superiority of CNUH stent (0.46 ± 0.079 N) on flexibility \[[@CR21], [@CR22]\]. It was speculated that the mechanical properties of PCS is similar to CNUH since the peptide was coated to CNUH stent. Many DES essentially employ the same design configuration as their BMS counterparts with a drug-loaded polymer coating on the underlying metallic surface \[[@CR20]\]. One of the major limitations of balloon angioplasty is early restenosis as a result of elastic recoil leading to vessel occlusion \[[@CR39], [@CR40]\]. The use of stents positioned in correspondence of the coronary vessel stenotic portion, emerged as an interesting therapeutic strategy due to the consistently reduction of restenosis occurrence with respect to the simple PCI. Although they can really prevent the coronary wall early elastic recoil and late re-modeling, two known events leading to restenosis, they induce in-stent restenosis due to the proliferation of vascular smooth muscle cell \[[@CR41]\]. Our result showed that PCS did not show the outstanding performance in recoil and foreshortening test (3.1 ± 0.22% and 2.1 ± 0.06%, respectively) (Fig. [4](#Fig4){ref-type="fig"}c-d), which was the reasonable result under the guide line of FDA (less than 7.0%). The nominal pressure (3.0 mm in a diameter) of PCS established by compliance analysis was 9 atm (Table [1](#Tab1){ref-type="table"}). The changing of PCS diameter by expansion was similar to other DESs, which is less than 10 atm of pressure for the nominal pressure. The difference in compliance suggests the significance of orientation of shape. The compliance of the expanded stent can be used to assess radial compliance-mismatch with the properties of the artery, found to be a contributing factor in acute injury to the artery and produce stress-induced growth and remodeling \[[@CR42]\]. Compliance could be tailored better to match arteries by changing design parameters such as strut length, thickness, and unit cell geometry. The overall mechanical response of a stent can be suitably designed by changing the geometrical arrangement of struts in a unit cell.

Conclusion {#Sec23}
==========

There is no doubt that PCS is enough competitive compared to the competitor on mechanical properties. Moreover, WKYMVm, specially synthesized peptide for stimulating endothelial cell proliferation, enhanced HUVEC proliferation. Since the PCS was fabricated as polymer--free process, secondary coating with polymer-based immunosuppressive drugs such as everolimus and biolimus may possible. Take together, PCS will be utilized for the fabricating the sequential eluting stent to inhibit restenosis and promote re-endothelialization in the future.
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